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HP MODEL 8566A SPECTRUM ANALYZER 

All Serial Prefixes 

RF ATTENUATOR WITH CALIBRATION ROM REPLACEMENT 

This service note documents the replacement of the attenuator calibration ROM 
when replacing the RF Attenuator in all 8566A Spectrum Analyzers. 

When either a new attenuator (HP Part Number 85660-60121) or a restored 
attenuator (HP Part Number 85660-60122) is ordered, a calibration ROM is 
shipped with the attenuator. This ROM contains the characteristics for that 
particular attenuator and provides the means to achieve the specified ampli­
tude accuracy. Because each attenuator is individually characterized, replace­
ment ROMs are not separately available. 

The ROM included with the attenuator should be installed on the A12 RF Sec­
tion Interface Assembly replacing A12U8. 
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