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Change #1 
On page 9, Table 3, replace the DC Volts section, with the following: 

Functional 
Test 

5520A Output Nominal Low Limit High Limit 

-350 V -350.0 V -354.0 -346.0 

35 V 35.0 V 34.1 35.9 

350 V 350.0 V 346.0 354.0 

DC Volts 

600 V 600 V 589 611 

Change #2 W2030084 
 On page 2, replace the TUV symbol with the following: 

® 

Change #3 
On page 8, Table 2, replace the AC Volts, Low Limit and High Limit sections with the 
following: 

Low Limit High Limit 

34.1 35.9 

345.3 354.7 

588 612 

34.1 35.9 

345.3 354.7 

588 612 

On page 9, Table 3, replace the AC Volts, Low Limit and High Limit sections with the 
following: 

Low Limit High Limit 

34.1 35.9 

345.3 354.7 

588 612 

34.1 35.9 

345.3 354.7 

588 612 
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Change #4 
On page 5, Table 1, under Equipment, replace the following: 
 From: AC Calibrator 

 To: Multifunction Calibrator 


